Retention times, detection limits and spike recoveries of As compounds in cell extracts in (a) RP-HPLC and (b) SAX-HPLC
The intra-day precision of retention times was determined as the coefficient of variation (CV) in the eight repeat analyses of the same standard solution. Detection limits were estimated from three times the signal-to-noise ratio. Spiking experiments with standard As species in triplicate were performed in RP-HPLC because quantification of As compounds was done only by RP-HPLC column 
